I. INTRODUCTION
A computer-controlled, sealed, isoperibol-type calorimeter has been constructed to study the Pons-Fleischmann effect. This device will be used to study a variety of cathode materials, but its f i r s t u s e wa s t h e s t u d y o f p a l l a d i u m s h e e t s s u p p l i e d b y T a n a k a Ki k i n z o k u Ko g y o Κ. Κ. t o A. Takahashi of Osaka University. Single samples of palladium sheet from two different batches were studied. a Takahashi reported 1 the production of excess power that exceeded 100 W/cm 3 (average of 1.7 × input power) from a Pons-Fleischmann-type electrolytic cell using this material. In addition to this extraordinary energy production, low-level neutron emission was measured that was roughly proportional to the magnitude of heat production when the cell current was changed, and it decreased with time.
In addition to using this unique palladium, Takahashi has suggested two procedures for success. The arrangement between the cathode and anode should produce uniform loading of the palladium sheet with deuterium, and the cathode should be subjected to periodic changes in cell current. He reports that excess energy increased with time when these procedures were used.
a The palladium sheets were transferred through R. George and E. Mallove.
II. EXPERIMENTAL II.A. Palladium Characterization
The palladium sheets were weighed (±0.0001 g), the dimensions were measured (±0.002 cm), and the sheets were washed with acetone. When the metal had to be removed from the electrolytic cell for extended periods, it was placed in liquid nitrogen. Table I lists the physical measurements made before the calorimeter study. Figure 1 shows a cross section of the closed Pyrex glass calorimeter. A Teflon plug is held into a standard taper by a spring that allows pressure release should the internal pressure rise above 1.5 atm. Holes through this plug give access for various probes. The calorimeter is attached to a sealed gas-handling system that maintains an overpressure of D 2 and allows the pressure to be monitored. An additional sheet of platinum (counterelectrode) within the electrolyte provided the means to calibrate the cell without disturbing the palladium and to conduct heat generated at the recombiner into the electrolyte. Later in the study, this feature was eliminated without producing a change in the calibration constant. The recombiner is carbon cloth impregnated with Teflon and platinum. A Teflon-covered magnet is used for active stirring. Figure 2 shows the electrical connections to the data acquisition system, and Fig. 3 shows the position of the various access probes into the calorimeter. Two thermocouples monitor the top and bottom of the electrolyte, a glass-encased Joule heater is used for calibration, and a capillary, placed within 0.5 mm of the cathode surface, monitors the voltage between the cathode and an external platinum electrode (reference electrode). 
II.B. Calorimeter Description

II.B.1. Anode-Cathode Relationship
Uniform charging of the palladium with deuterium is generally agreed to be an essential feature for successful excess heat production. Because a plate is studied, a coplanar arrangement is used. A cross section of the anode-cathode assembly is shown in Fig. 4 . The anode is platinum gauze having seventeen 0.006-in. wires per centimetre that are wrapped around Teflon posts. These posts center the cathode in the assembly with 9-mm spacing between the anode and the cathode. A heavy platinum wire makes electrical contact along one edge of the anode to transmit uniform charging current to the anode.
II. Β. 2 . Electrolyte
The electrolyte used in these studies is double-distilled D 2 O containing 99.76 mol% D 2 O and 0.3 MLiOD (natural lithium). The liquid is stored in a plastic bottle. Because of chemical interactions of lithium with oxygen in the electrolyte and with carbon in the recombiner, the concentration of lithium in the cell solution slowly decreases as Li 2 CO 3 is formed on the recombiner. In addition, the solution gradually becomes saturated with CO 2 .
II.B.3. Temperature Measurement
Temperature is measured by thermocouples at two levels within the inner region and at the inlet and outlet of the surrounding water jacket. The temperature difference across the cell wall is used to measure heat production. This difference is calculated by subtracting the average of the inlet and outlet jacket temperatures from the average of the inner top and inner bottom temperature readings.
All thermocouples (type T) are compared with a calibrated mercury thermometer traceable to the National Institute of Standards and Technology and corrected to within ±0.1°C. However, the absolute error in an individual temperature is at least ±1°C because of uncertainty in the temperature compensating circuit. It is important to note that this uncertainty is removed when Δ T is determined. The standard deviation from the mean of individual Δ T measurements at constant power is ±0.02°C when zero power is applied to the cell and ±0.07°C when 0.42 A/cm 2 (2.8 A) is applied. Room temperature and, later, the temperature of an external recombiner catalyst located in the gas handling system are also monitored. Heat generation at this location is an indication that the internal catalyst has failed to recombine all of the generated oxygen. This catalyst also prevents the unintentional buildup of an explosive mixture of O 2 and D 2 .
II.B.4. Calibration
Calibration is done by four methods:
1. Current is passed through an internal, glass-covered immersion heater to give simple Joule heat.
2. A platinum sheet is substituted for the palladium cathode, and electrolytic heat is created using the normal anode-cathode configuration.
3. Electrolytic current is passed between the normal platinum anode and a platinum sheet that holds the recombiner.
4. The current is cycled between two values over an extended period of time using either a platinum cat h o d e o r a n i n a c t i v e p a l l a d i u m c a t h o d e . T h i s t e c h n i q u e i s c a l l e d " b i v a l u e " i n subsequent discussion.
Several of these methods contribute heat to different positions within the cell, thus testing the effect of potential temperature gradients. The time stability of the calibration is tested by the bivalue mode. A comparison between electrolytic and Joule heat tests the effect of heat being produced at the recombiner in the former case. It is important to note that method 2 has the same heat distribution, bubble pattern, and recombiner heat when palladium is studied. This method is used to calibrate the cell before and after each cell modification. Method 1 is used to detect changes in the calibration constant while palladium is being electrolyzed but is not used to provide an absolute calibration because of a small heat loss through the wires. A small charging current is applied to the palladium electrode during this calibration to prevent loss of deuterium. This additional power is taken into account. Method 4 tests the effects of the recommended bivalue mode of charging on the calibration constant. Platinum is used as the cathode, or when excess heat is not being produced, palladium is used. However, this calibration method is less accurate when palladium is used because fewer points must be taken in order not to alter the charging conditions too much.
Calibration using methods 1, 2, and 3 is accomplished by automatically sequencing the current through two cycles consisting of current steps up to a maximum then down to zero. The cell is allowed to equilibrate for 12 min, the time needed to reach >99% of the final value, after each current change before measurements of temperature, current, and voltage are made and recorded. A total of 72 values are normally taken to define a linear least-squares equation. These data show no curvature within the measurement range up to 50 W. The slope of the line through the data is the calibration constant that, when multiplied by the measured Δ T across the cell wall, gives the number of watts of power P T being developed within the electrolyte. The constant term in the least-squares equation is caused by a small temperature offset due to slight differences in the various thermocouples. Excess power is determined by subtracting the applied power, obtained by multiplying the cell current by the applied voltage, from the measured total power P T .
Voltage is measured at the point where the current enters the active region of the calorimeter. The voltage circuits of the Lab View data acquisition system (National Instruments SCXI and NB-MIO-16H systems for the Macintosh IIci) are calibrated to an accuracy of ±0.001 V, and the resistor used for current measurement is calibrated to an accuracy of ±0.1%. Two HP-6038A power supplies under computer control supply regulated current to the cell and the immersion heater. Figure 5 compares calibrations made with the normal electrolytic configuration using a platinum cathode and with the immersion heater. Table II lists the values for the calibration equations and the standard deviation of the applied power (in watts) from the respective equation. The applied power is the product of the current times the voltage, and the standard deviation is obtained from the difference between the calculated watts using the calibration equation and the applied watts at each point. Although the average standard deviation is about ±0.4 W, there are variations between calibration runs that make the power uncertain by about ±1 W at 40 W of applied power and ±0.3 W near zero applied power. This results in an absolute uncertainty in the measured power of~5%. On the other hand, the calorimeter is sensitive to changes in power at the 0.2% level if a sufficient number of data points are averaged. A slight difference between the constant obtained using the immersion heater and that using normal electrolysis is apparent. This difference is caused by a slight loss of heat from the heater through the connecting copper wires and through the air above the oil that surrounds the nichrome heater wire within the glass enclosure. 
is used during the study of the first palladium sample. 
II.B.5. Factors Affecting Accuracy of Heat Measurement
Because bivalue charging of the palladium cathode is used, this mode is studied by using platinum electrodes in order to determine the amount of scatter introduced. Figure 7 shows that the scatter in the apparent excess power is about ±1 W at a current that deposits 35 W in the cell and ±0.3 W at low current. This scatter is caused by local variations in the temperature within the cell as well as by rapid changes in cell voltage caused by bubble action. While a detailed statistical analysis might reveal excess heat at lower levels, the production of excess heat is not claimed unless the measured average value exceeds this scatter (±1 W).
During excess heat production, the temperature of the electrolyte is above room temperature. Consequently, to the extent that heat could be exchanged with the room, excess heat is underestimated. When apparent excess heat is observed, various tests are made to determine whether it might be an artifact of the measurement. Two artifacts are observed: (a) an abrupt 2-V negative error in the measured cell voltage when the value rises above 14 V and (b) a very unstable temperature reading when the cell voltage rises above 20 V. These defects do not affect the data reported here.
Concerns have been expressed in the past about the introduction of error by temperature gradients within the cell. Although active stirring is used at all times, small gradients are observed between the top and bottom temperature probes, as can be seen in Fig. 8 . The reason for this behavior can easily be understood by watching the bubble pattern during electrolysis. Stirring action pulls liquid down past the anode, up the outer wall, and past the temperature probes. Because the bottom probe sees the flowing liquid first, it becomes slightly warmer than the top probe as electrolytic power is increased. Because the cathode is less affected by this stirring action, much of its heat goes to the top of the cell. Consequently, a change in this temperature gradient at constant applied power is a sensitive indicator of a change in where heat is being produced. A tendency for the top probe to become hotter than the bottom would indicate that heat production at the cathode has increased relative to the anode. In the absence of stirring, a warmer top is observed as expected. When the immersion heater is used, there is a slight gradient of <0.1°C at 40 W, and the top is hotter than the bottom. This behavior is expected because the immersion heater deposits heat uniformly with depth, while normal upward convection tends to slightly favor the top. Variations in the placement of the anode-cathode assembly change the gradient pattern without having any significant effect on the calibration constant. Consequently, these small gradients do not have an important affect on heat measurements in this calorimeter.
Flow through the jacket is so rapid that little temperature difference exists between the inlet and outlet, even at the highest power level, as shown in Fig. 8 . Consequently, the fixed bath temperature is not affected by power production within the cell. However, there are abrupt fluctuations of about ±0.3°C in the bath temperature due to limitations in the bath temperature controller. These occasional fluctuations do introduce some scatter in the Δ T measurements and appear to be the major cause of outliers.
When stirring is stopped, the top temperature tends to increase slightly (<0.4°C) with respect to the bottom, and the calibration constant decreases significantly. Although bubble action alone prevents serious temperature gradients from developing, apparently the stagnant liquid barrier at the glass surface is not altered as it is when active mechanical stirring is used. Consequently, if stirring action should decrease during a run, the resulting temperature increase could be interpreted as excess heat. 
II.C. Additional Measurements
The ambient deuterium pressure in the calorimeter and the cathode potential, referenced to a platinum electrode, are measured to reveal changes in the deuterium/palladium (D/Pd) ratio of the cathode bulk and surface, respectively.
II.C.I. Deuterium Pressure Measurement
A Baratron pressure transducer (±0.1% full scale, 0 to 1000 mm) is used to measure the D 2 pressure within the system. Changes in this pressure combined with the known volume of the gas system allow the amount of deuterium taken up by the palladium to be determined. This pressure is corrected for changes in room temperature. When determined in this manner, the D/Pd ratio is accurate to ±0.005 during the first few days. However, there is a gradual increase in pressure over time that is proposed to be caused by interaction between oxygen and carbon in the catalyst to form CO 2 , thereby leaving behind excessive deuterium. Consequently, after a few days, the pressure cannot be used to obtain an absolute D/Pd ratio, although short-term relative changes can be seen. A weight measurement at 405 h gives a D/Pd ratio that agrees within ±0.002 with the D/Pd ratio obtained from a pressure measurement made at 10 h.
II.C.2. Cathode Surface Potential Measurement
A capillary probe is placed within~0.5 mm of the cathode surface, and the voltage between the cathode and an activated platinum sheet immersed in the electrolyte outside the cell is measured. This voltage has no absolute meaning because the reference electrode was not calibrated. On the other hand, relative changes in this voltage at constant cell current are significant and are used as an indication of changes in the surface D/Pd ratio. This voltage is also sensitive to the deposition of impurities on the surface, to the dissolution of lithium in the palladium, and to changes in electrolyte resistivity. However, these processes are relatively slow compared with changes in deuterium content, at least during initial charging.
II. STUDY OF PALLADIUM III.A. Initial Loading of Palladium Sample 1
After assembly, the calorimeter is evacuated several times and backfilled with D 2 gas at an initial pressure of 692 mm. Calibration using the immersion heater is done, giving the result shown in Table II . Because there are no significant differences between this calibration and the ones done previously, all the calibrations are combined as described previously to give Eq. (2) and applied to the first part of the study.
III.B. Initial Charging of Palladium Sample 1
Initial loading is done at a constant current of 0.13 A (0.02 A/cm 2 ). Figure 9 compares the measured D/Pd ratio with the ideal ratio, assuming that all deuterium atoms produced by electrolysis are dissolved in the metal. For the first 150 min, essentially all of the deuterium dissolves. Once a ratio of 0.82 is achieved, loading is stopped. The following slight indication of deuterium loss is not thought to be meaningful. There is no subsequent indication, to the extent that uncertainties allow, that higher bulk D/Pd ratios are achieved during subsequent treatments. A later measurement of weight change indicated a D/Pd ratio of 0.82. Both the voltage at the capillary probe and the cell voltage show a similar relationship to the D/Pd ratio during this time, as shown for the probe voltage in Fig. 10 . Changes in slope correspond to previously reported compositions of the equilibrium phase boundaries at 1 atm D 2 and 25°C. This agreement with previous equilibrium measurements suggests that the composition gradient within the palladium is small at this loading current. During charging, the excess power is equal to zero within the uncertainty of the measurement. Table III summarizes the history of palladium sample 1. This detail is included because the importance of charging history is not known at this time. During the first 17.2 h, the sample is loaded at constant current. For the next 65.4 h, the current is ramped in steps beginning at the lower current and extending to the upper current limit, then the current is abruptly returned to the lower current, as recommended by Takahashi. This cycle is repeated at the intervals noted in the table. Periodically during this treatment, the current is fixed at the lower current, and measurements of excess heat are made. There is no indication during this time that excess heat is being produced at 0.13 A. Because the calorimeter is not in equilibrium during the ramp mode, it is not possible to know whether excess heat is being made at the other currents. This limitation is overcome by using a bivalue current mode that allows the calorimeter to stabilize before the current is again changed. The following changes were made in the cell:
1. The exterior electrode was removed, and its electrical connector was attached to the anode. This caused the anode-cathode structure to be moved off center. 2. The recombiner was placed on a platinum screen at the top of the gas space.
3. The electrolyte was replaced.
A platinum cathode was installed. Pt1
Calibration using normal electrolysis Pt2 Calibration using internal heater
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Cycled and held at 0.13 A for 30 min and 2.8 A for 180 min May 25, 1992 The palladium cathode was returned to cell, and the electrolyte was replaced. 
III.C. Excess Heat Production
A bivalue mode is used starting at 65.4 h with the times and upper current values listed in Table III . Once this mode is adopted, excess energy is observed, as shown in Fig. 11 . An indication of excess power is first observed after 90 h, and |his fluctuates between 0 and 2 W at 2.8 and 2.5 A throughout the study. No excess is observed at 2.0, 0.5, and 0.13 A.
Unfortunately, the cell is observed to lose fluid, and water begins to appear in the gas system at the external recombiner. Thus, at some time during this study, but after calibration, the recombiner within the cell has stopped recombining most of the released oxygen. The exact time is unknown because the temperature of the external recombiner was not yet being recorded. Consequently, the excess heat values are lower limits to the actual heat produced. The remaining energy leaves the cell as oxygen.
At 159 h, the cell is opened, and the recombiner is replaced. This operation requires that the cathode be exposed to air for~47 min with a resulting slight loss of deuterium. After reassembly, the cell is calibrated, and the bivalue mode is resumed. The resulting excess heat is plotted in Fig. 12 . After~5 h, a small burst of heat is observed, followed by a steady increase over the next 55 h. A calibration using the immersion heater is run between 304 and 312 h while 1.0 A of current is applied to the cathode. Periodically, excess power measurements are made at various lower currents. Not only is the excess absent at 2.0 A and below, but these periodic interruptions do not seem to alter the steady rise once 2.8 A is resumed. At 295 h, the recombiner begins to fail again, and the measured excess power begins to decrease. This failure can be seen in the temperature rise at the external recombiner shown in Fig. 13 . If no oxygen were being recombined in the cell at 330 h, 4.3 W (2.8 A × 1.54 V) would have to be added to the measured excess to give the actual value. When this is done, the value falls on the upward trend created by the earlier data. Thus, the upward trend in power generation apparently continues to the point when the cell is again turned off. While excess power is being produced, the normal temperature gradient in the cell changes. Although the effect shown in Fig. 14 is rather scattered, the least-squares line suggests a trend toward an increase in the top temperature relative to the bottom as excess power increased. This trend is opposite to that found when electrolytic power is increased without the production of excess power, as shown by Figs. 15 and 8. Figure 15 shows the effect of applied power at currents below those producing excess power during this phase, while Fig. 8 shows the effect when platinum was used as the cathode. This difference suggests that the excess heat is originating from a different position in the cell than does electrolytic heat. This position is proposed to be the palladium cathode, a region that deposits its heat mainly at the top of the cell. At 331 h, the cell is shut down again for 78 min to replace the recombiner. When the current is again turned on, a poor electrical connection is found within the cell. The cell is again opened, and the palladium is washed with acetone, weighed, and placed in liquid nitrogen. The D/Pd ratio is 0.818 based on the weight. At 382 h, the cell is assembled and calibrated using the immersion heater while electrolyzing at 0.3 A. A small excess power production resumes when the current is raised to 2.8 A, as shown in Fig. 16 . At 397 h, a sharp drop in room temperature causes failure of the bath temperature controller. The jacket temperature drops to ≈ 5°C , a n d a n y q u a n t i t a t i v e me a s u r e o f e x c e s s h e a t i s l o s t . At 4 0 1 h, electrical connection to the cathode breaks, and the metal is without charging current for 4 h. The D/Pd ratio drops to 0.73 based on the weight. The metal is placed in liquid nitrogen while repairs are made, calibrations are done, and palladium sample 2 is studied. Before palladium sample 1 is returned to the calorimeter, the lower halves of both sides are sanded with 600-grit SiC paper until bright. This material is studied for 314 h at various currents up to 3.5 A and at temperatures between 10 and 30°C. At the end of the study, the D/Pd ratio is 0.64, and most of the out-gassing is occurring from the region that had been sanded. These efforts fail to show further excess heat production.
F i g . 1 2 . E x c e s s p o we r a t v a r i o u s c e l l c u r r e n t s d u r i n g p h a s e 2 . T h e " c o r r e c t e d e x c e s s " v a l u e i s t h e ma x i mu m
III.D. Excess Volume Measurement
When palladium loads with hydrogen, st r e s s e s t h a t d e v e l o p wh e n t h e αp h a s e c o n v e r t s t o t h e β phase can introduce cracks and dislocations and cause excess volume. This excess volume reduces the ability of palladium to achieve an average, high D/Pd ratio. 29 A comparison between the physical volume measured before reacting with deuterium and a similar measurement when the D/Pd ratio is equal to 0.73 shows that the material is within 0.8% of the expected volume. The excess volume increases to 1.7% at D/Pd = 0.64 after the second part of the study using this palladium.
III.E. Initial Loading and Study of Palladium Sample 2
Initial loading is done at 0.020 A/cm 2 . A small gas leak in the system, although corrected for, makes a measurement of the absolute D/Pd ratio somewhat uncertain. This problem has a less important effect on the shape of the loading curve. As can be seen in Fig. 17 , the shape of the loading behavior is very different from that in palladium sample 1 (Fig. 9 ). This palladium was treated to charging conditions similar to those used for palladium sample 1. When no excess heat is observed during 76 h, the cell is opened, and the palladium is weighed. The D/Pd ratio, based on the weight, is 0.75.
A volume measurement shows that the palladium is 13.5% larger than expected based on the deuterium content. 
IV. CONCLUSION
Two pieces of palladium sheet from different batches were studied. One produced excess power for a while, and the other did not.
Excess power has been produced in an electrolytic cell using palladium similar to that used by Takahashi. During the first 330 h of the study, excess power levels that reached ≈ 2 0 % o f a p p l i e d power (≈ 7 . 5 W) we r e me a s u r e d b e f o r e t h e s t u d y h a d t o b e i n t e r r u p t e d . T h i s p o we r i n c r e a s e d with time while the palladium was electrolyzed at 0.42 A/cm 2 . No measurable excess power was seen below 0.38 A/cm 2 . This excess is~75% of the amount expected at 0.42 A/cm 2 as proposed by Storms 30 based on a variety of calorimetric measurements.
The excess heat originated from a different position within the cell than did electrolytic heat. This position is proposed to be the palladium cathode. The palladium produced heat in spite of being exposed to air after loading with deuterium and being placed in liquid nitrogen for a short time and despite the electrolyte being saturated with CO 2 . However, no excess was produced after deloading to D/Pd = 0.73. The bivalue mode of charging, as used by Takahashi, does not appear to be a requirement for continued heat production once production starts.
The palladium sheet that produced excess heat was loaded to D/Pd = 0.82, and the deuteride contained no significant excess volume. On the other hand, the palladium sheet that failed to show excess power was loaded to only D/Pd = 0.75 and had 13.5% excess volume. One explanation is that the second piece of palladium contained internal defects that caused the formation of cracks during loading with the result that a high D/Pd ratio could not be achieved. On the other hand, sanding of the first palladium sheet prevented high loading even though no significant excess volume was created.
It is generally agreed that the production of excess energy requires high local concentrations of deuterium. To achieve high concentrations, a high rate of deuterium dissolution at the surface must occur as well as a low rate of loss from the interior through escape paths. The ability to dissolve deuterium rapidly at the surface depends in part on using a high applied current, having the absence of certain impurities but the presence of others, and having a uniform current density. No matter how fast the deuterium is loaded into the palladium, if the deuterium can escape more rapidly from the interior, a high stoichiometry cannot be achieved. Escape paths form when defects o r c r a c k s a r e p r e s e n t i n t h e me t a l o r wh e n t h e me t a l i s c y c l e d b e t we e n t h e α a n d β p h a s e s . A r o u t i n e me a s u r e me n t o f t h e p a l l a d i u m v o l u me d u r i n g a s t u d y wo u l d h e l p g i v e a partial understanding of why some materials work and others do not.
Once electrolysis is started, a concentration gradient with respect to deuterium forms within the cathode. The magnitude of this gradient is determined by the relative competition among deuterium uptake, deuterium loss, and the diffusion constant. The diffusion constant is influenced by temperature and the dissolution of impurities such as lithium. The lower the temperature is, the smaller the diffusion constant and the steeper the gradient are. In any case, the highest concentration of deuterium must exist at the surface. Therefore, to the extent that the deuterium concentration is important, the heat-producing reaction will be localized at the surface. A greater fraction of the volume might become involved as electrolysis continues to raise more of the gradient above the critical composition, but this will be a slow process. Consequently, reporting heat production on the basis of the cathode volume not only conflicts with this expected behavior but also gives the false impression of a much higher heat-producing rate than was actually observed when the usual small samples were used. Based on the thin film studies by Bush and Eagleton, 26 the reaction is within 5 μ m of the surface, and the power densities are much higher than those reported using the total cathode volume.
Changes in heat production produced by changes in current cannot be attributed to the current change alone. When the current is changed, the applied power changes, and this causes the temperature of the cathode to change. In the calorimeter used here, a change in current from 0.02 to 0.4 A/cm 2 causes the temperature of the electrolyte to change by 10°C. While this does not appear to be a large amount, changes in the diffusion constant for deuterium or changes in the other processes that affect the chemical environment may be significant.
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